Artifacts in ambulatory cassette electroencephalograms.
Most artifacts in ambulatory electroencephalograms (AEEGs) are similar to those seen on conventional electroencephalograms (CEEGs) and can be identified as such. Some artifacts may simulate epileptiform or slow wave EEG activity and may occur asymmetrically or focally. We have described the use of a dual write-out method for identifying and detecting the source of artifacts in AEEGs. This technique has improved the quality of AEEGs and facilitated interpretation.